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Abstract Detection of lacunar infarcts is important because
their presence indicates an increased risk of severe cerebral
infarction. However, accurate identification is often hindered
by the difficulty in distinguishing between lacunar infarcts and
enlarged Virchow-Robin spaces. Therefore, we developed a
computer-aided detection (CAD) scheme for the detection of
lacunar infarcts. Although our previous CAD method indicat-
ed a sensitivity of 96.8 % with 0.71 false positives (FPs) per
slice, further reduction of FPs remained an issue for the
clinical application. Thus, the purpose of this study is to
improve our CAD scheme by using template matching in
the eigenspace. Conventional template matching is useful for
the reduction of FPs, but it has the following two pitfalls: (1) It
needs to maintain a large number of templates to improve the
detection performance, and (2) calculation of the cross-
correlation coefficient with these templates is time consuming.
To solve these problems, we used template matching in the
lower dimension space made by a principal component anal-
ysis. Our database comprised 1,143 T1- and T2-weighted
images obtained from 132 patients. The proposed method
was evaluated by using twofold cross-validation. By using
this method, 34.1 % of FPs was eliminated compared with our
previous method. The final performance indicated that the
sensitivity of the detection of lacunar infarcts was 96.8 % with
0.47 FPs per slice. Therefore, the modified CAD scheme

could improve FP rate without a significant reduction in the
true positive rate.
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Introduction

Lacunar infarct is a type of stroke, which is caused by occlu-
sion of deep penetrating arteries and is detected in 20 % of
healthy elderly people [1]. The presence of lacunar infarcts
increased risk of severe stroke [1–5]. Rotterdam Scan Study
indicated adjusted hazard ratio was 3.9 [4]. In another cohort
study, adjusted odds ratio was 3.66 [5]. Rotterdam Scan Study
also indicated that the presence of silent brain infarcts at
baseline more than doubled the risk of dementia (hazard ratio
was 2.26) [6].

Cerebrovascular diseases are the third leading cause of
death in Japan. A screening system for the early detection of
asymptomatic brain diseases is widely used. Because of the
recent progress of magnetic resonance (MR) imaging, various
types of asymptomatic cerebral diseases are detected. In the
screening system, the detection of asymptomatic lacunar in-
farcts is important because their presence indicates an in-
creased risk of severe stroke and dementia. However, accurate
identification of lacunar infarcts on MR images is often diffi-
cult for radiologists because of difficulty in distinguishing
lacunar infarcts from other lesions such as enlarged
Virchow-Robin spaces. Therefore, we developed a
computer-aided detection (CAD) scheme for the detection of
lacunar infarcts on T1- and T2-weighted images. Our previous
CAD scheme indicated a sensitivity of 96.8 % with 0.71 false
positives (FPs) per slice [7, 8]. An observer study was also
conducted to evaluate the performance of radiologists without
and with use of our previous CAD scheme [9]. The average
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area under the receiver operating characteristic curve (AUC)
values for nine radiologists improved from 0.891 (without the
computer output) to 0.937 (with the computer output), and this
difference was statistically significant (p=0.032). Therefore,
we believe that the CAD scheme could improve the accuracy
of radiologists’ performance in the detection of lacunar in-
farcts. In the observer study, we realized the following two
points: (1) Radiologists had difficulty distinguishing between
lacunar infarcts and some of the FPs detected by the computer.
These FPs were the main source of the detrimental effects of
the CAD scheme. (2) The clear FPs had an impact on the
reliability of the result of the computer. Therefore, as the next
step of this study, it is important to develop a technique for
eliminating such FPs.

Template matching techniques were used to distinguish
between abnormal lesions and FPs [10–14]. For example,
such techniques were employed for the detection of nodules
in chest computed tomographic (CT) scans [10], the detection
of masses in mammograms [12], the detection of colon in
abdominal CT scans [14], and the identification of the same
patient [15]. Although conventional template matching is
useful, it has two pitfalls: (1) It needs to maintain a large
number of templates to improve the detection performance,
and (2) calculation of the cross-correlation (CC) coefficient
with those templates is time-consuming. For example,
Tourassi et al. used 1,465 templates for the detection of breast
masses [13]. Li et al. used 3,313 templates for the detection of
lung nodules in chest radiograms [11]. One approach to solve
these problems is the eigenspace method [16], in which tem-
plates can be compressed in the lower dimension space made
by a principal component analysis [17]. In addition, the com-
putational complexity of the CC coefficients could be de-
creased. Moreover, if some useful information for the distinc-
tion between lacunar infarcts and FPs is extracted by the
principal component analysis, the detection performance of
our CAD scheme could possibly be improved as well.
Therefore, in this study, we developed a method using
eigenspace template matching to solve the problems described
above. We also investigated whether the modified CAD
scheme can improve FP rate without a significant reduction
in the true positive rate.

Materials and Methods

Clinical Cases

Our database consisted of 1,143 T1- and T2-weighted MR
images, which were selected from 132 patients (mean age,
63.4 years; age range, 28–83 years). A radiological technolo-
gist selected these image from PACS data with the criteria of
suspicious abnormal cases including lacunar infarct. A head
MR study includes 18 slice images. From 7 to 10 slices were

manually selected based on the range of presence of lacunar
infarcts, and were used in this study. The images were ac-
quired using a 1.5-T magnetic imaging scanner (Signa Excite
Twin Speed 1.5 T; GE Medical Systems, Milwaukee, WI,
USA) at the Gifu University Hospital (Gifu, Japan). The T1-
and T2-weighted images were obtained using the fast-spin-
echo method with effective echo times of 8–12 and 96–
105 ms, respectively, and repetition times of 300–500 and
3,000–3,500 ms, respectively. All MRIs were obtained in
the axial plane with a section thickness of 5 mm with a 2-
mm intersection gap, which covered the entire brain. The
matrix size of the MRIs was 512×512, with a spatial resolu-
tion of 0.47 mm/pixel. The location of the lacunar infarcts
were determined by an observer study with two experienced
neuroradiologists [8]. Observer A selected 120 candidates for
lacunar infracts, whereas the observer B selected 154 candi-
dates. A candidates that were identified by both the neurora-
diologists were considered as a “lacunar infarct.” The sensi-
tivity for the detection of lacunar infarcts was calculated based
on the locations of the lacunar infarcts. On the other hand, the
number of FPs per slice image was calculated based on the
“non-lacunar slices.” A slice was determined as non-lacunar
when a point on the slice was not identified as a lacunar infarct
by either of the two neuroradiologists. Our database included
93 lacunar infarcts and 1,063 non-lacunar slices.

Overall Scheme for Detection of Lacunar Infarcts

Figure 1 summarizes the automated detection method for
lacunar infarcts. The unshaded parts indicate our previous
techniques [8], and the shaded part indicates the proposed
method. First, we segmented the cerebral parenchymal region
on the basis of the region-growing technique in order to avoid
false findings located outside the cerebral parenchymal re-
gion. To identify the initial candidates for lacunar infarcts,
we applied top-hat transformation and multiple-phase binari-
zation techniques to the T2-weighted image within the seg-
mented cerebral region. To eliminate FPs, we determined 12
features (i.e., x and y locations, signal-intensity differences
in the T1- and T2-weighted images, nodular components
from a scale of 1 to 4, and nodular and linear components
from a scale of 1 to 4). Finally, rule-based schemes and
a support vector machine with the 12 features were used
to distinguish between lacunar infarcts and FPs. By
using our previous method described above, the sensi-
tivity of 96.8 % (90/93) with 0.76 (813/1,063) FPs per
slice was obtained [8]. Before this study, we decreased
the number of FPs from 0.76 to 0.71 (753/1,063) by
fine-tuning the parameters of the support vector ma-
chine. By applying the proposed method to this result,
we investigated the usefulness of template matching in
the eigenspace.
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Eigenspace Template Matching

From each of the candidate regions detected by our previous
method, we calculated the center of gravity. The region of
interest (ROI) of 51×51 around the center of gravity was
subsequently selected. The numbers of lacunar infarct ROIs
and FP ROIs were 90 and 753, respectively. To evaluate the
proposed method, we employed twofold cross-validation [18]
using these ROIs. We randomly divided the lacunar ROIs and
the FP ROIs into two data sets: A and B. Set A consisted of 46
lacunar ROIs and 360 FP ROIs. Set B consisted of 45 lacunar
ROIs and 393 FP ROIs. Set Awas first used for training, and
set B was used for testing. This was then reversed (i.e., set B
was used for training, and set A was used for testing). The
training means the ROIs are used as templates.

Figure 2 shows a brief overview of template matching in
the eigenspace. The first step in template matching in the
eigenspace is to make an eigenspace by using principal com-
ponent analysis of the training data set. A 51×51-pixel ROI
image in the training data set is converted into a one-
dimensional array of data of 1×2,601. All converted training
data arranged vertically were used as the input data of the
principal component analysis. In other words, the input data
become a two-dimensional array of the number of training
data×2,601 variables. After the pixel values were normalized
by the mean and standard deviation of each of the variables,
the principal component analysis based on a variance-
covariance matrix was applied to the normalized data. We
made an eigenspace by using eigenvectors obtained from the
principal component analysis, and all training data were
projected onto the eigenspace. With this process, we can

reduce the quantity of the templates, which is one of the
problems of the conventional template matching method, by
generating the eigenspace with the first k(<2,601) principal
components. For example, if we use 50 dimensional eigen-
vectors, the quantity of the templates becomes 1.9 % (50/
2,601) of the original data.

During testing, test data were projected onto the eigenspace
described above. A test ROI was selected from the test data set
and then normalized by using the mean and standard deviation
of the training data set. The first k principal components of the
normalized test datum were calculated with the k eigenvectors
obtained by the training data set. This process projects the test
ROI onto the same eigenspace as the training data set. In the
next step, the CC coefficients between the test case and all the
training data were calculated on the eigenspace. The maxi-
mum values of a lacunar ROI and a FP ROI were obtained. By
comparing two maxima, the test ROI was distinguished. That
is, if the maximum of the lacunar ROI is larger, the test ROI
was distinguished as a infarct and otherwise as a FP. The CC
coefficient was given as

CC A;Bð Þ ¼ 1

k

Xk

i¼1

AðiÞ−Ā
� �

BðiÞ−B̄� �

σAσB

where A(i) and B(i) are a test datum and a training datum of ith
principal components, respectively. A and B are their average
values. σA and σB are the standard deviations. By performing
template matching in the eigenspace, the computational com-
plexity of the CC coefficient decreased significantly, which
solves the second problem of conventional template matching.

Selection of ROI Images and Distinction Method

Because T1- and T2-weighted images were used in this study,
there is some variation in how to select ROI images in the
template matching technique. We investigated four experi-
mental conditions.

Condition 1: 51×51 pixel ROIs were selected in a T1-
weighted image and were used for template matching in the
eigenspace:

h1 tð Þ ¼ þ1 if CC T1TP; tð Þ−CC T1FP; tð Þ≥θ1
−1 otherwise

�

where CC(T1TP,t) is the maximum cross-correlation value
among a tth test ROI and the lacunar ROIs of the training
set. CC (T1FP, t) is the maximum cross-correlation value
among a tth test ROI and the FP ROIs of the training set.
We compared the maximum cross-correlation value of the
lacunar ROIs with that of the FP ROIs and determined the

Extraction of cerebral parenchyma

Top-hat transformation

Multiple-phase binarization

Determination of features

Rule-based scheme

Support vector machine

Template matching on eigenspace

Fig. 1 Overall scheme for the detection of lacunar infarcts
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test ROI to be a lacunar infarct if it was larger than threshold
θ1 and otherwise distinguished it as a FP.

Condition 2: We substituted a T2-weighted image for
the T1-weighted image used in condition 1. The same
location of the 51×51-pixel ROI was selected in the T2-
weighted image and was used for template matching in
the eigenspace:

h2 tð Þ ¼ þ1 if CC T2TP; tð Þ−CC T2FP; tð Þ≥θ2
−1 otherwise

�

Condition 3: We combined the result of condition 2 with
that of condition 1 as follows:

h3 tð Þ ¼ þ1 if CC T1TP; tð Þ−CC T1FP; tð Þ≥θ1 and CC T2TP; tð Þ−CC T2FP; tð Þ≥θ2
−1 otherwise

�

In condition 3, the test ROI was determined using infor-
mation from both of the T1-weighted image and the T2-

weighted image. Under conditions described above, the size
of the ROI was constant. Therefore, we subsequently ex-
amined the test ROI when we unified results of differ-
ent ROI sizes. For example, combinations of 31×31 and
41×41 pixel ROIs or 31×31 and 51×51 pixel ROIs
were investigated.

Condition 4: In condition 3, we unified results of two
different ROI sizes.

h4 tð Þ ¼ þ1 if h3 t;ROI size 1ð Þ ¼ 1 and h3 t;ROI size 2ð Þ ¼ 1
−1 otherwise

�

Here, h3(t,ROI size) indicates the output of condition 3
when we changed the size of the ROI. In condition 4, we
distinguished between lacunar infarcts and FPs by condition 3
using two ROIs with different sizes. When the test ROI was
distinguished as a lacunar infarct in both ROIs, we considered
it a lacunar infarct and otherwise a FP.

【Training】 【Testing】

Input data : 2 dimensional array

Variables (pixel values) are normalized

Principal component analysis is employed

Eigen space is made by first eigenvectors

Set A

A test ROI is selected

The pixel values of the test ROI are normalized

First principal components are obtained

Template matching in the eigenspace

Set B

Number of 

training data

Variables

Eigen space

Template

matching

Fig. 2 Brief overview of
template matching in the
eigenspace (ROI region of
interest)
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Fig. 3 Relationship between
maximum cross-correlation (CC)
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true positive) ROIs and the
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positive (FP) ROIs. Black and
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ROIs and FP ROIs, respectively.
The broken lines were
discrimination boundaries. a
Condition 1: T1-weighted image.
b Condition 2: T2-weighted
image

J Digit Imaging (2015) 28:116–122 119



Results

Figure 3 shows the relationship between maximum CC
value of the lacunar infarcts ROIs and maximum CC
value of the FP ROIs. The number of dimensions of the
principal component analysis was given as 50. In the
template matching, a discriminant function is given as a
straight line with an inclination of 45°, because this
method distinguishes test ROIs by calculating the de-
grees of similarity between the test ROI and both lacu-
nar infarct ROI and FP ROI. The dashed line in Fig. 3
shows a discriminant border line when all lacunar

infarcts are accurately detected. Many FPs are distribut-
ed below the discriminant border line in Fig. 3b com-
pared with those in Fig. 3a. Therefore, we realized that
T2-weighted images had more useful information than
T1-weighted image for the distinction between lacunar
infarcts and FPs.

The discriminant scores of each ROI with the T1-
weighted images are shown in Fig. 3a. Likewise, the
discriminant scores of each ROI with the T2-weighted
images are also displayed in Fig. 3b. The discriminant
score is given as the distance between ROI data and the
discriminant boundary. Figure 4 shows the relationship
between discriminant scores with a T1-weighted image
and with a T2-weighted image. Condition 3 means that
when a ROI is located at the upper right-hand region in
Fig. 4, then the ROI is classified as a lacunar infarct.
As shown in Fig. 4, the detection performance is im-
proved by combining a T1-weighted image and a T2-
weighted image.

Table 1 shows the FP reduction rates between con-
ventional template matching and template matching in
the eigenspace. The conventional template matching
means template matching in the real space. We investi-
gated the results of condition 1, condition 2, and con-
dition 3 when the size of the ROI was changed.
Template matching in the eigenspace at condition 3 with
a 51×51-pixel ROI achieved the best FP reduction rate.
As shown in Table 1, template matching in the
eigenspace shows better performance than conventional
template matching, because extra information was delet-
ed by the principal component analysis while maintain-
ing useful information to distinguish between lacunar
infarcts and FPs.

Table 2 shows the results of condition 4 using two different
ROIs. The combination of a 31×31 pixel ROI and a 51×
51 pixel ROI had the best performance and was able to
eliminate 34.1 % of FPs. The final performance when we
added this proposed method to our previous method was
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Table 1 Comparison of FP reduction rates between conventional template matching in the real space and template matching in the eigenspace. T1, T2,
and T1 and T2 indicate the results of conditions 1, 2, and 3, respectively

Method ROI size

31×31 41×41 51×51

Conventional template matching T1 8.9 % (67) 6.1 % (46) 12.7 % (96)

T2 5.4 % (41) 5.0 % (38) 14.7 % (111)

T1 and T2 10.2 % (77) 7.8 % (59) 18.6 % (140)

Template matching in the eigenspace T1 7.6 % (57) 5.7 % (43) 16.1 % (121)

T2 8.6 % (65) 11.3 % (85) 24.2 % (182)

T1 & T2 13.5 % (102) 13.8 % (104) 30.3 % (228)

The numbers in parentheses indicate the number of FP ROI that could be further eliminated in comparison of our previous scheme 8
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96.8 % (90/93) in sensitivity with 0.47 (496/1,063) FPs per
slice.

Discussion

We investigated the relationship between the numbers of the
dimensions of the principal component analysis and FP re-
duction rates with a 51×51-pixel ROI. As shown in Fig. 5, the
FP reduction rate was the highest when we used 50 dimen-
sions. This tendency was the same in condition 1, condition 2,
and condition 3. The quantity of the templates in 50 dimen-
sions is 1.9 % of the original templates. However, the highest
FP reduction rate was obtained. For clarifying the reason, we
calculated cumulative contribution ratios of the training tem-
plates (Fig. 6). The cumulative contribution ratios of T1-
weighted images were as follows: 25 dimensions, 84.7 %;
50 dimensions, 89.6 %; 150 dimensions, 95.9 %; and 200
dimensions, 97.4 %. The cumulative contribution ratios of T2-
weighted images were as follows: 25 dimensions, 85.1 %; 50
dimensions, 91.4 %; 150 dimensions, 97.8 %; and 200 dimen-
sions, 98.8 %. From these results, we realized that the tem-
plates in 50 dimensions retain approximately 90 % of the
information of the original templates. Because the time

complexity of the algorithm for calculating CC value can be
expressed as T(n)=11n+4 where n is the size of template, the
computation time becomes approximately 1/50 when we use
50 dimensional size of the template.

Figure 7 shows examples of the eliminated FPs using
template matching in the eigenspace. These were classified
into three types: a part of the cerebral ventricle, 54.5 %; a part
of the cerebral sulcus, 38.9 %; and the enlarged Virchow-
Robin spaces, 6.6 %. In our previous method, a lesion located
at the center of the ROI was first extracted, and image features
such as shape, size, and signal intensity were subsequently
used to distinguish between lacunar infarcts and FPs [8].
Therefore, a part of the cerebral ventricle and a part of the
cerebral sulcus continued to be FPs. However, because tem-
plate matching takes into account image features around the
lesion located at the center of the ROI, identification of these

Table 2 Results of condition 4. FP reduction rates of the combinations of
three different ROI sizes

31×31 41×41 51×51

31×31 19.0 % (143) 34.1 % (257)

41×41 – 31.2 % (235)
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Fig. 5 FP reduction rates by
changing the dimension of
principal component analysis
with conditions 1, 2, and 3

Fig. 6 Cumulative contribution ratios of the training templates by chang-
ing the dimension of principal component analysis
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FPs as being a part of the cerebral ventricle and the cerebral
sulcus becomes easy.

Conclusion

We proposed a method using eigenspace template matching
for the elimination of FPs. With this technique, the quantity of
the templates became 1.9 % of conventional template
matching, the computation time decreased significantly, and
the number of FPs decreased from 0.71 to 0.47 per slice while
maintaining a sensitivity of 96.8 %. Therefore, the modified
CAD scheme could improve FP rate without a significant
reduction in the true positive rate.
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